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ABSTRACT
This thesis focuses on the analysis of cable noise in impedance measurements.
Specically, the focus is on cables being developed for embedded sensing applications.
In many applications, such as torque sensing and embedded fatigue and corrosion
sensing, it is not feasible to have the probe electronics unit in close proximity to
the material under test (MUT). Therefore, a cabling system is necessary to connect
the sensors located on the MUT to the probe electronics. In many of these appli-
cations, especially those which require a higher frequency range into the MHz, the
cable system is a signicant source of noise. Noise contributed by this section of
the cabling system is especially detrimental because it is added prior to the probe
electronics signal amplication and conditioning. This thesis describes a study of
the electromagnetic attributes of the current prototype cabling design with partic-
ular emphasis on the quantitative investigation of its sources of noise. A method
for quantifying measurement noise due to the presence of external electromagnetic
radiation is presented, and it is shown that, in general, the prototype cabling has
sucient shielding. Furthermore, a model is presented that explains measurement
variation due to cable shape changes, especially cable twisting.
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CHAPTER 1
INTRODUCTION
1.1 Background
The following two sections describe one approach for instrumentation, cabling
and sensing for impedance measurements. The goal of this thesis is to analyze noise
originating in the cables between embedded sensors and the probe electronics. In
Section 1,2, one type of impedance instrument and embedded sensing method is
described. In Section 1.3, the prototype cabling is described in detail.
1.2 MWM Measurement Method
The JENTEK Sensors 39-channel parallel-architecture impedence instrument sys-
tem is pictured in Figure 1.1. The sensor for the JENTEK impedance measurement
system is the patented Meandering-Wandering Magnetometer (MWM R is a regis-
tered trademark of JENTEK Sensors Inc.). A generic MWM sensor construct is shown
in Figure 1.2 (left). The MWM sensor consists of a meandering primary winding
(a modied, patented, winding construct [1]) which when driven with a sinusoidal
current, couples through the material under test (MUT) to induce a voltage on the
sense elements [2]. The MWM design was adapted for accurate sensor response
modeling so that absolute property measurements (e.g., electrical conductivity and
magnetic permeability for metals) can be determined using a model-based inverse
method [3-6] without calibration standards (see ASTM Standard E2338). An MWM
1
sensor is typically printed on a exible material such as Kapton. The number of sense
elements and their layout are designed to maximize performance on an application by
application basis. All measurements done in this work were made with a 7-channel
FA116 which can be seen in Figure 1.2 (right).
Figure 1.1: Components of a JENTEK Sensors impedance instrument.
Figure 1.2: Generic MWM sensor schematic (left) and FA116 sensor (right).
The quantities measured by the JENTEK impedance system are the real and
imaginary parts of the complex transinductance (impedance/j!),
Transinductance =
VS
j!ID
= Re(
VS
j!ID
) + jIm(
VS
j!ID
) (1.1)
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where VS is the voltage across the sense element and is the current exciting the drive
winding. Both of these quantities are measured at the probe electronics unit. The
impedance system uses a parallel architecture capable of making measurements for
37 channels simultaneously.
The second component of the JENTEK impedance system is the probe electronics
unit, which provides several important functions including conditioning the instru-
ment terminals to make them compatible with the sensor terminal characteristics.
The probe provides signal conditioning for the sensing elements, which includes
amplication, buering, and ltering of the signals. This is important because the
low-level signals found at the sensor terminals can easily be contaminated by loading
and parasitic coupling within the cabling to the instrument. The electronics that
perform these functions can be seen in Figure 1.3.
Figure 1.3: Signal conditioning electronics for 37-channel array probe composed of
37 signal conditioning modules in a common backplane structure (left) and
single-signal conditioning module (right).
After the sensor signal has been conditioned by the probe electronics and inter-
preted by the instrument, measured transinductance is converted into absolute ma-
terial properties by JENTEK's Grid Methods. The Grid Methods use pre-computed
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databases of sensor responses to represent the MWM eld interactions with the MUT.
In this thesis we will limit our discussion to \two-unknown" methods, though these
methods have been used with multi-frequency measurements for three unknowns
(lattices) and four or more unknowns (hyperlattices).
Figure 1.4 shows a measurement grid for a two-unknown permeability/lift-o
measurement at a given frequency, where lift-o is the distance between the sensor
and the MUT. The measurement grid is generated using a model of the MWM
eld interactions with the neighboring material. The model used for this purpose
was developed in the 1980s and rened over the years to enable extremely accurate
representation of the MWM eld interactions. The grid is generated once (o-line)
and stored as a pre-computed database for access by the GridStation software. To
generate the grid, all combinations of properties (in this case lift-o and magnetic
permeability) over the dynamic range of interest are inputted into the MWM models
to compute the corresponding grid points in complex transimpedance space. Mea-
surements are then made and run through non-linear search algorithms, resulting
in an absolute property measurement. Given an appropriate sensor construct and
frequency, a single frequency measurement is capable of independently determining
two unknown absolute properties because two quantities are measured, the real and
imaginary components of the transimpedance. The measurements plotted in Figure
1.4 were taken on the same material at varying lift-os. Therefore, it makes sense
that the data follows a constant permeability line.
1.3 Prototype Cabling
For some applications, the MWM sensor array is connected directly with the probe
electronics unit, seen in Figure 1.1, which performs the measurements of the drive
current and sense voltage as well as signal amplication and ltering. However, many
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Figure 1.4: Measurement grid for lift-o and magnetic permeability at one applied
frequency f = !/2.
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applications do not allow the probe electronics unit to be in close proximity to the
MUT and, therefore, cabling is required to connect the MWM voltage sense elements
and drive to the appropriate pins on the probe electronics unit. In those applications
that require frequencies into the MHz, the cable appears to be a signicant source of
noise.
This thesis evaluates one cable conguration that is being considered by JENTEK
for embedded sensor systems. The prototype cable consists of two shielded twisted-
pair wire bundles encased in a exible, non-conducting mesh. The rst shield encases
only the drive twisted pair, while the second carries a twisted pair for each sense
element used in the application. In applications where multiple sense elements are
required, a separate smaller shield is often placed around each sense element in order
to minimize cross-coupling between the channels. Figure 1.5 shows the example
single-channel cable that connected the FA116 to the probe electronics unit in the
measurements taken for this study. At rst, only one channel was used in order to
limit the number of possible noise-sources examined. Measurements were also taken
with a three-channel version of the cable, and these measurements will be used in
future analyses.
Figures 1.6 and 1.7 display measurements taken with an FA116 connected to the
probe electronics unit through the single-channel cable seen in Figure 1.5. The data
is plotted by set, where a set is the average of 100 measurements. Each set acquisition
started 60 seconds after the previous, enough time to reposition the cable if necessary.
All measurements were taken with no electrical or magnetic conducting material in
proximity of the sensor. This was ensured by encasing the sensor in plastic. To
eliminate the possibility of a shaky connection between the cable and the sensor, the
cable-to-sensor connectors were secured in position with screws. The only variations
in the measurements taken in Figures 1.7 and 1.6 are shape changes made to the
cables. These shape changes include deections, looping and twisting of the cable.
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Figure 1.5: Cable connecting probe electronics unit to FA116 sensor in benchtop
tests.
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Figure 1.6: Magnitude and phase of impedance measurements taken in air at
frequencies from 10 kHz to 316 kHz with cable deected and twisted.
Figure 1.7: Magnitude and phase of impedance measurements taken in air at
frequencies from 500 kHz to 5 MHz with cable deected and twisted.
Figure 1.6 displays the low-frequency measurements and Figure 1.7 displays the high-
frequency measurements.
Measurements were also made introducing temperature variations along the ca-
bles. The low-frequency and high-frequency measurements are displayed in Figures
1.8 and 1.9 respectively. The temperature ramp during sets 30-40 was approximately
35 F from 70 F to 105 F.
Comparing Figure 1.6 and 1.7, and Figures 1.8 and 1.9, it is clear that varying ei-
ther the cable shape or the cable temperature introduces variation into the impedance
measurement, notably at the higher frequencies. The measurements recorded in
Figure 1.6 through 1.9 raise some serious questions:
1. What is the mechanism that causes the change in impedance in the above cases?
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2. More importantly, is there anything about the cable design that can be altered
to lessen the observed variation?
Figure 1.8: Magnitude and phase of impedance measurements taken in air at
frequencies from 10 kHz to 316 kHz with cable temperature raised 35 F during sets
30-40.
Figure 1.9: Magnitude and phase of impedance measurements taken in air at
frequencies from 500 kHz to 5 MHz with cable temperature raised 35 F during sets
30-40.
A 3% shift in the real component of impedance around the air point, caused by
cable shape changes, can be devastating to the accuracy of the measurement, often
accounting for more than a 3% shift in the measured property value. Depending on
the shape of the measurement grid, which is determined by the geometry of the sensor
and the measurement application, a 10% shift around the air point can translate into
a huge shift in the absolute properties of a material. For example, assume that a
sensor similar to the FA116 is being used to measure the 30% IACS conductivity
9
(International Annealed Copper Standard) of an aluminum sample at 0.01 inches
away from the aluminum at a frequency of 1 MHz. A positive shift in the real
component of impedance of the magnitude discussed above would result in a measured
conductivity of 60% IACS at an estimated lift-o of 0.015 inches. This measurement
would be unrepresentative of the measured sample.
The remainder of this thesis is a study of the impedance measurement noise
originating from the prototype cable connecting the MWM sensor array to the probe
electronics unit. This analysis is split into two main sections, each covered in a
chapter. Chapter 2 presents the analysis of the electromagnetic coupling through the
cable shielding between the cable and the outside world and between the conductors
within the cable. Chapter 3 examines the impact of changing a cable's shape on its
impedance, with emphasis on considering the eect of changing a twisted pair's twist
period.
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CHAPTER 2
CABLE SHIELDING AND EXTERNAL
COUPLING
The tinned copper-braid shield is supposed to isolate the drive and sense twisted-
pairs from outside electromagnetic radiation as well as from coupling with each other.
The suciency of the shielding has not been veried for the prototype cabling.
The approach taken in this study is theoretic because no measurements were avail-
able with a known electromagnetic source radiating in the presence of a cable during
measurement acquisition. Furthermore, for many embedded sensor applications, it
is necessary to show that the cable's shielding is sucient for measurements in the
presence of strong electromagnetic radiation over a wide frequency range from in-
ight equipment such as radars. Without access to a high-powered radar, a theoretic
approach is appropriate.
This problem can be tackled through a two-setp approach, each step aimed at
answering one of the following two questions:
1. What is the relationship between incident electromagnetic radiation and the
magnitude of the current density induced on the shield exterior?
2. How does the induced current density on the shield exterior translate into a
current density on the shield interior, which would then degrade the signals
being sent down the shielded wires?
These two questions are addressed next.
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2.1 Induced Current on Shield Exterior
The problem of estimating the current density induced on the exterior of the
cable shields due to an incident electromagnetic wave can be modeled approximately
in terms of the calculation of a uniform plane wave interaction with a thin, straight
wire. Figure 2.1 shows the geometry of the problem. It consists of a thin wire of
length l and circular cross section of radius r, centered at the origin and with its
axis in the z-direction. An electromagnetic plane wave with angular frequency !
propagates with a wave vector k^ at an angle inc to the z-axis.
A thin wire approximation is understood to mean that, given a wire with radius
r much smaller than the incident wavelength, current is only induced along the
wire's main axis (in this case, the z-direction). Furthermore, the current is uniformly
distributed around the circumference of the wire. Therefore, the current magnitude
and phase are only a function of z. This is assumed to be a valid approximation as
long as l  r and !r  c, where c is the speed of light [7]. Given that the typical
shield radius of concern is 0.0032 - 0.0064 m and that the typical cable length is 1 - 2
m, the rst condition is satised. And, given that the frequencies of interest are less
than 50 MHz, the second condition is also satised.
Before approaching the induced current density problem, a useful and informative
exercise was to show that the thin wire approximation is valid for the problem at
hand given the geometric aspect ratios and the frequency range of interest. This
was accomplished using the two-dimensional nite element method (FEM) analysis
of plane wave scattering by a cross-section of an innitely long conducting cylinder
in free space. The incident plane wave was assumed to be normally incident on the
cylinder aligned in the z-direction and to have a TM-polarization so that the electric
eld only has a z-component. Validation of the FEM code was achieved by comparing
it to an analytic solution for the case of a normally incident TM plane wave found in
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Figure 2.1: Geometry of the thin-wire scattering problem.
Balanis [8]:
Escz (r; ) =  E0
1X
n= 1
Jn(a)
H2n(a)
H2n(r)e
jn (2.1)
where a is the radius of the cylinder. The wavelength to radius of cylinder ratio was set
to 10 and 20 for a unit circle cylinder. For all results in this section, the characteristic
mesh size was set so that there were at least 20 elements-per-wavelength. The results
can be seen in Figure 2.2.
With the FEM simulation code validated, it can be used for the validation of the
thin-wire approximation. Since the induced surface current should only be in the z-
direction and uniformly distributed around the wire if the thin-wire approximation is
valid, the scattered eld in the xy-plane should be radially symmetric. For practical
applications, it becomes necessary to know at what wavelength-to-radius ratio this
approximation breaks down. The scatterer in question, as mentioned previously, is
the No. 36 American wire gauge (AWG), which has a radius of 0.000127m.
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Figure 2.2: FEM TM-polarization scattered eld results (left) and analytic
scattered eld results (right) for wavelength to radius of cylinder ratio of 20 (above)
and 10 (below).
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Figure 2.3 contains TM polarizations for wavelength-to-radius ratios of 200, 100,
50, 25, 20 and 10. Visually it is clear that the approximation breaks down when the
wavelength of the incident wave is between 25 and 50 times the size of the radius of
the scatterer. Therefore, a good rule of thumb for the thin wire approximation is that
the incident wavelength is greater than 50 times the radius of the wire.
The geometry of the problem of estimating the current density induced on the
cable shield due to incident electromagnetic wave lends itself well to a moment method
solution and has been studied theoretically in the context of scattering of radar signals
by wires dropped from airplanes [9]. The validity of this solution has also been veried
experimentally [10]. As validated above, the thin wire approximation states that the
induced surface current ~Jz is uniform around the conductor's circumference and is
only in the z-direction. Therefore, it can be expressed as
~Jz(~r) = z^
I(z)(  r)
2r
(2.2)
where I(z) is the current as a function of position along the z-axis, which is valid
from -l/2 to l/2.
The easiest way to solve for the electric eld due to the induced surface current is
to rst solve for the Lorenze gauge vector potential, which, due to a time-harmonic
current, can be expressed in phasor form as
~A(~r) =
o
4
Z
~J(~r
0
)
exp( jkj~r   ~r0j)
j~r   ~r0j d
3r
0
(2.3)
In terms of ~A, the electric eld is expressed as
~E(~r) =  jck ~A(~r) + jc
k
~r[~r  ~A(~r)] (2.4)
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Figure 2.3: FEM TM-polarization scattered eld results for wavelength to radius of
cylinder ratio of 200, 100, 50, 25, 20 and 10 (from top to bottom, left to right).
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Evaluating the eld at the surface of the conductor, we have
Ez( = r; z) =
jc
k
(
@2
@z2
  k2)Az( = r; z) (2.5)
For a computable expression of the z-component of the Lorenze gauge vector potential,
we take (2.3) and evaluate at the surface of the conductor, getting
Az( = r; z) =
o
4
Z l=2
 l=2
I(z
0
)K(z   z0)dz0 (2.6)
where the kernel K is expressed as
K(z   z0) = 1

Z 
0
exp

 jk
p
(z   z0)2 + 4r2 sin2()

p
(z   z0)2 + 4r2 sin2() d (2.7)
Equations (2.5)-(2.7) provide the electric eld radiated due to the induced sur-
face current on the conductor. Our perfect electrical conducting (PEC) boundary
condition states that the sum of this eld and the z-component of the incident eld
must evaluate to zero at the surface of the conductor. Since we can approximate the
z-component of the incident eld at the surface of the conductor as the average of the
z-component of the incident eld around the wire due to the thin wire approximation,
we can construct a set of linear equations with the induced surface currents as the
unknowns.
To accomplish this, we rst must dene a set of basis functions for the expansion
of the induced surface current. Piecewise sinusodal basis functions are appropriate
since they allow for some of the integrations to be solved analytically.
Fn(~r) =
(  r)
2r
8>>>><>>>>:
sin(kjz zn 1j)
sin(kjzn zn 1j) zn 1 < z < zn
sin(kjz zn+1j)
sin(kjzn zn+1j) zn < z < zn+1
0 otherwise
(2.8)
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where z0 and zN+1 are the ends of the cylinder and n runs from 1 to N with
zn =
nl
N + 1
  l
2
(2.9)
The one-dimensional basis functions can be expressed as
fn(z) =
8>>>><>>>>:
sin(kjz zn 1j)
sin(kjzn zn 1j) zn 1 < z < zn
sin(kjz zn+1j)
sin(kjzn zn+1j) zn < z < zn+1
0 otherwise
(2.10)
Using the basis functions we can construct the current density induced on the wire
surface as
~J(~r) = z^
NX
n=1
InFn(~r) (2.11)
where In is the current at zn.
Next, let us dene Vn as the eld produced at the nth segment by a unit amplitude
incident eld in the direction of E^0. Therefore,
Vn =
E^0  z^
2
Z 2
0
d
Z zn+1
zn 1
fn(z)e
ikzcosinceikrcossinincdz (2.12)
By the PEC boundary condition this Vn term must cancel with the average eld from
all current segments along the wire. This condition results in a system of N equations
with N unknowns fImg.
Vn =
NX
m=1
ZnmIm (2.13)
Zmn can be called an impedance matrix, and the (m;n) entry can be expressed as
Znm =
Z zm+1
zm 1
dz
Z zn+1
zn 1
dz0K(z   z0)( j
k
f 0m(z)f
0
n(z)  jkfm(z)fn(z0)) (2.14)
The above equations are straightforward to implement in Matlab using approx-
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imation via mid-point integration. Solving the system for frequencies ranging from
DC to 50MHz on a cable ranging in length from 1 to 2 m, ranging in wire diameter
from 0.0032 to 0.0064 m, and varying the angle of incidence of the incoming wave,
it is possible to get an upper bound on the possible induced current on the outside
of the cable shield by an incident electromagnetic plane wave of unit amplitude. The
center of a 2 m long cable of diameter 0.0064 m, with a 50 MHz unit amplitude plane
wave incident at an angle of /2, experiences an induced current density of 0.0036
A/m. This scales directly with the amplitude of the z-component of the electric eld.
This result can be seen in Figure 2.4. It should be noted that this upper bound
assumes that the direction of the polarization of the plane wave is in the xz-plane.
So, a /2 incident angle places the entire electric eld in the z-direction. It should
also be noted that this upper bound is only valid in free space and would be lower
if the cable were in the presence of other shielded cables (such as a drive shield and
sense shield in proximity) or other conducting objects (such as the aircraft itself).
Validation of the numeric approach was achieved by comparing the above approach
to the analytic result from Balanis [8] of a normal incident TMz plane wave on a long
thin wire.
2.2 Field Penetration through the Cable Shield
In [11] Tesche provides the framework to address the second question: How
does one translate the current density on the external surface of the shield into a
distributed series voltage source (V is ) and a distributed shunt current source (I
i
s) on
the transmission line created by the internal surface of the shield and the conductor
of the twisted pair? He provides the equations
V is (z) = ZtJ
e(z) I is(z) = 
t
e(z) (2.15)
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Figure 2.4: Numerically calculated induced currents for varying incident frequencies
on cables with varying geometries.
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where Je is the external surface current density,  e is the external surface charge
density, Zt is the impedance transfer function, and 
t is the charge transfer function.
For a single-layer braided shield, such as the one used in the JENTEK prototype
cabling, the impedance transfer function Zt is given by
Zt(!) = R0
d
sinh(d)
+ j!M (2.16)
whereM is the inductance leakage of the shield, R0 is the DC resistance of the shield,
d is the diameter of the individual wire strands in the braid and  is the propagation
constant of the shield which can be approximated as
 
p
j!0 (2.17)
since the conductivity  of the copper shield is large.
The charge transfer frequency 
t can be expressed as

t(!) =
 j!S
cZc
(2.18)
where S is the shield leakage parameter and Zc is the characteristic impedance of
the internal transmission line. The twisted pair used for the sense elements has r
= 0.00061 m and D = 0.00152 m, where D is the distance between the center of
the wires and r is the radius of the conductors. Comparable commercial shielded
pairs with similar dimensions documented in IBM [12] and GORE (a manufacturer
of controlled impedance twisted-pair cables) [13] place the characteristic impedance
of such a shielded twisted pair between 100 
 and 150 
. So a value of Zc = 125 

is a reasonable approximation. Given the properties of the copper braid shield used
in the JENTEK prototype cables, we have d = 0.000127 m, R0 = 3.12 x 10
 2 
/m,
M  0.75 x 10 9 H/m and S  25 x 106 m/F.
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Figure 2.5 displays the magnitude of the transfer functions Zt and 
t over the
frequency range of interest for the prototype shield. It should be noted that similar
shields with larger internal radii are also used in prototype cables, but that would
not aect the transfer functions signicantly.
Figure 2.5: Transfer functions of the prototype shield for converting external current
to internal distributed series voltage source (left) and for converting external charge
density to internal distributed shunt current source (right).
According to [14], aircraft radar can have an average radiated eld strength of
over 600 V/m for frequencies up to 50 MHz. Therefore, even under conditions only
1% of ideal, a 0.0017 A current could be induced on the prototype shield at 7.5 MHz.
According to the Zt transfer function, this would result in a 40 mV/m distributed
series voltage source inside the shield. In general, JENTEK's sense elements carry
a voltage signal of 0.5 mV. So it is immediately clear that in the presence of a
strong high-frequency eld source such as radar, JENTEK's prototype cable shielding
would not be sucient. Even though these elds are not necessarily present inside
an aircraft, for in-ight validation, and for use around high powered radar, JENTEK
should consider increasing their shield strength. An easy way to drastically improve
the eectiveness of a braided shield is to double the braided layers. Tesche [11] shows
that the Zt of a double braid has a much more complicated expression but with a
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much smaller magnitude and that 
t  0 when the two braids are not separated.
In normal applications, however, JENTEK's prototype shields are sucient. The
drive and the sense elements produce low-power radiation that does not escape the
shields. External sources that radiate at such high frequencies are rare. In high-
frequency applications, lower-frequency noise is ltered out at the probe electronics
unit. And at lower frequencies, the amplitude of the current induced on the outside
of the shield is orders of magnitude smaller. For example, over the range of cable
dimensions stated above, the highest amplitude current excited by a unit amplitude
1 kHz incident eld is 1.25 x 10 6 A/m, ve orders of magnitude smaller than the
eld excited by the 50 MHz incident eld. Furthermore, the braided shield is more
eective at these lower frequencies.
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CHAPTER 3
INTERNAL CABLE ANALYSIS
The following analysis focuses on how shape changes aect impedance measure-
ments rather than focusing on the eect of temperature changes. The reason for this
is two-fold. First, it requires a rather large temperature variation of 35 F to create
the less than 0.5% impedance shift relative to the air point, compared to the up to
3% impedance shift created by shape changes of the cable at frequencies up to 5
MHz. Temperature variations of this magnitude are rarely seen during measurement
acquisition as the environments are normally controlled. Second, even if temperature
variations were anticipated, intelligent use of a thermocouple and signal processing
could correct for such variations. Furthermore, temperature variations of the cable
are much easier to monitor than shape variations.
The analysis also makes the assumption that the twisted pair of the drive is
suciently decoupled from the twisted pairs of the sense elements. This assumption
was validated in the previous chapter. Thus the two shields can be considered
independent of one another.
3.1 Twisting of a Twisted-Pair Cable
Taking a closer look at Figure 1.7, and ignoring the gradual drift of the data at
the higher frequencies during the rst 60 sets (which is a common settling of the
system into its steady operating state and occurs with or without a cable), there are
a few characteristics worth noting. Over the rst 70 sets, test arcs of various sizes
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were introduced into the cable: the center of the cable was deected 10, 20 and then
30 inches, and then an entire loop was formed. These shape variations caused the
small data uctuations observed in Figure 1.7. After data was acquired for each arced
position, data was acquired for the straight conguration. One would hope that the
measured impedance will return to the baseline whenever the cable is returned to the
straight conguration. However, this does not happen, implying that some remnant
of the cable shape variation persists even when the cable is returned to the straight
conguration.
Another interesting and important characteristic of Figure 1.7 is that the three
impedance deviations between sets 70 and 120 are by far the largest. These deviations
were created by twisting the cable. In these cases, not only was the original deviation
the largest, but the largest variation remained when the cable was returned to its
baseline conguration.
These two observations indicate that cable twisting has a larger impact on impe-
dance measurements than other cable distortions. Therefore, cable twisting becomes
the important shape variation to study. Not only are the cable parameters the most
sensitive to these deformations, but the associated impedance variations are the most
persistent; simply untwisting the cable does not return the cable to its original state.
Figure 3.1 is a plot of the eect of twisting on the air point impedance. It
shows only the data from the partial and complete twists introduced to the cable
and the measurements taken when the cable is straightened out after each twist.
The deviations are one-half twist, full twist and one and one-half twists in that
order. Clearly, the more the cable is twisted, the more the impedance measurement
is aected. And the more the cable is twisted, the more the impedance measurement
deviates from the air point after the cable is untwisted.
Geometrically, when a cable containing twisted pairs is twisted, the period of the
twisted-pair twist is altered. A full twist in the cable would be distributed along the
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Figure 3.1: Normalized air point impedance measurements made at 100 kHz and 5
MHz when the cable is twisted. Sets 72-81 are with half a twist, 92-101 have a full
twist, and sets 112-121 have a one-and-a-half twists. In between the cable is
straightened.
cable, altering each twist period slightly. The measurements indicate that altering
the twist period aects the higher frequencies much more than the lower frequencies.
In fact, frequencies below 300 kHz appear to be unaected.
It would seem that the easiest solution to this problem would be to eliminate
the use of twisted pairs altogether and only use coaxial wires for the sense element
cables. However, twisted pairs have the major advantage of being a balanced sig-
nal pair. They can carry a dierential signal with the conductors having equal
impedances along their lengths and equal impedances to ground and the circuitry
of the probe electronics unit. This balance allows for good common-mode noise
rejection, especially due to the stray electric elds studied in the previous chapter.
Measurements have conrmed that the measurement-to-measurement common-mode
noise introduced by replacing the twisted pairs by coaxial lines outweighs the benet
of eliminating changes in the twisted-pair period. This is true even with individual
shields around each of the coaxial sense-elements, making it eectively a triaxial cable.
A relatively straightforward way to test if changing the twisted-pair period is
responsible for the change in impedance measurement is to make measurements with
cables that have base twist periods of dierent lengths. Distributing an extra twist
along cables of the same length with dierent twist periods should have dierent
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results. Using the approximation that the twist is distributed evenly along the
cable, we can turn to Leerson [15] and the expression derived there to calculate
the characteristic impedance and eective dielectric constant of a twisted pair:
ZC =
Z0

p
r;eff
cosh 1

D
d

(3.1)
where Z0 is the untwisted characteristic impedance, d is the diameter of the conductor
in the twisted pair, and D is the outer diameter of the insulating dielectic surrounding
the conductor. The eective dielectric constant, r;eff , can be calculated from the
dielectric constant r, the twists-per-unit-length T , and D by
r;eff = 1 +
 
:25 + :0004 arctan(TD)2

(r   1) (3.2)
Normalizing Equation (3.1) and plotting it and its derivative with respect to T ,
we get Figure 3.2. The plot of the derivative of the characteristic impedance indicates
that if the impedance measurement deviations were in fact caused by changes in the
impedance of the cable, adding an extra twist would cause more of an impedance
deviation the tighter the twist, until approximately 10 twists-per-inch. This is basi-
cally what we see in the left plot of Figure 3.3. Cables were constructed that have
approximate twist period of 4, 6, 9 and 12 twists-per-inch. The current JENTEK
prototype cable has twist period of 6. Cables with twist periods of less than 4 twists-
per-inch were dicult to construct with a consistent period due to the looseness of
the twist, and cables with twist periods of greater than 12 were dicult to construct
due to the stress of twisting on the conductors. The impedance deviation due to a
twist in the cable was measured 10 times, with each twist in the direction that would
loosen the twist.
Interestingly enough, the measured impedance response due to bending of the
cable behaved similarly to that of the measured impedance response due to twisting
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Figure 3.2: Normalized characteristic impedance versus number of twists-per-inch of
a twisted pair (left). Derivative of the normalized characteristic impedance with
respect to number of twists-per-inch (right).
Figure 3.3: Impedance change due to a single twist in the loosening direction for
cables of dierent twist periods (left). Impedance change due to a single bend
introduced to cables of dierent twist periods (right).
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of the cable. These results can be seen in the right plot of Figure 3.3. This seems
to imply that bending a cable causes measurement shifts because it alters the twist
period of the twisted pair, only causing smaller impedance shifts than those that
occur when the cable is actually twisted. Therefore, the analysis of the twisting of
the cable is generalizable to the bending of the cable as well.
From Figure 3.3 it is clear that altering the period of the twisted pairs in the
JENTEK prototype cables is not the solution to the problem. Decreasing the period
only lessens the impedance shift slightly before it becomes dicult to maintain a
stable twist period, and such a loose twist would start to degrade the benets of
the balanced dierential line. Increasing the twist period has potential benets, but
physical limitations prevent the twist from being tight enough to realize these benets.
Therefore, it becomes necessary to look a little closer at the mechanism by which the
altered characteristic impedance of the cable aects the impedance measurement of
the MWM sensor.
Figure 3.4 shows how the drive current and sense voltage are independently
aected by the cable twist in the loosening direction. Loosening the twist of the cable
raises its characteristic impedance, causing the magnitude of the voltage-controlled
drive current to drop. Ignoring other factors, the voltage on the sense elements
drops since the induced voltage on the sense element is directly proportional to the
magnitude of the sinusoidal drive current. These factors cancel each other out when
dividing and computing the transimpedance. However, the induced voltage on the
sense element actually rises when a twist is introduced to the cable. This is because
the rise in the cable's characteristic impedance raises the impedance load on the
sense element. This rise in the characteristic impedance of the sense element cable
and resulting rise in the induced voltage on the sense element is what drives the shift
in measured impedance.
A calculation can verify if the changing of the characteristic impedance due to
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Figure 3.4: Change in the magnitude of the drive current due to twisting of the
prototype cable in the loosening direction (left) and change in the magnitude of the
sense element voltage due to twisting of the prototype cable in the loosening
direction (right). These measurements are the same as in Figure 3.1.
a loosening twist could be responsible for the shifting of the induced sense element
voltage by the 2% observed. First, since the characteristic impedance of the twisted
pair was dened relative to the untwisted or twin-lead cable, the following equation
for the characteristic impedance of a twin-lead cable is needed:
Z0 =
377

p
r
cosh 1

R
d

(3.3)
Here R is the distance between the center of the conductors and d is still the diameter
of the conductor. Given the conductors and insulation used in the twisted pairs, Z0
= 121.5 
. At six twists-per-inch, the characteristic impedance would be decreased
by a factor of 95.73%. So, ZC = 116.31 
. One twist in the loosening direction
distributed along the 1 meter long cable results in a cable with 5.97 twists-per-inch.
This changes the characteristic impedance to 117.1 
.
The following equation can be used to calculate the induced voltage on the sense
element by the drive current ID. It is derived from applying the Kircho voltage law
to the circuit loops in Figure 3.5.
Vsense =
j!MID
j!Lsense + ZL
ZL (3.4)
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In Equation (3.4), ! is the frequency of the sinusoidal drive current, M is the mutual
inductance between the drive and sense loops, ZL is the impedance loading the sense
element (due to the cable and its termination in the probe electronics unit) and Lsense
is the inductance of the sense element loop of wire. Lsense can be approximated by
the following equation [16]:
Lsense =
2W0

ln

W
a
  0:77401

(3.5)
where W is the width of the rectangular loop of wire of the sense element, and a is
the wire radius used to create the sense element.
Figure 3.5: Equivalent circuit representing drive winding and sense element coupling
that is used to derive Equation (3.4).
Given how the JENTEK prototype cable is terminated in the probe electronics
unit, we can use Equation (3.4) and take the ratio of the induced sense voltage for the
characteristic impedances before and after the loosening twist is introduced. It should
be noted that it is never necessary to calculate M since it cancels when the ratio is
taken. At 5 MHz, this results in an increase in the magnitude of Vsense by 1.02%.
This is on the same order as the 2% errors observed at 5 MHz. The discrepancy is
in part due to the poor assumptions that the twist is distributed evenly along the
cable and that the electrical length of the line does not change due to the distributed
twist. This is also the cause for the uncertainty in the error in Figure 3.3. These
assumptions will be addressed in the next section.
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3.2 MCTLT and the Unevenly Distributed Twist
To more accurately model and understand how the changing of the impedance
measurement across frequencies is due to changing of the cable's characteristic impe-
dance, we must turn to a method that does not require the invalid assumption that
the twist is evenly distributed along the cable. The tool used for modeling the
internal design of this JENTEK prototype cable was developed in Professor Andreas
Cangellaris' research group and is called the Multi-Conductor Transmission Line Tool
(MCTLT). MCTLT uses a geometrical description of the cable (length, diameter,
number and placement of the conductors and shield, etc.) and a property description
of the materials to eciently calculate the matrix-based Green's functions commonly
used for multi-wire cable analysis. Specically it calculates the matrices G(d, !),
Gz(d, !), and Gy(d, !) which are dened as follows:
 G(d, !): the propagator from a physical series voltage source to a physical
voltage wave amplitude, traveling away from the source and at a distance d
from the source, at angular frequency.
 Gz(d, !): the propagator from a physical shunt current source to a physical
voltage wave amplitude, traveling away from the source and at a distance d
from the source, at angular frequency.
 Gy(d, !): the propagator from a physical series voltage source to a physical
current wave amplitude, traveling away from the source and at a distance d
from the source, at angular frequency.
In the above descriptions, the word \physical" means that it can be measured as
the dierence between a signal conductor and the reference conductor. In order to
eciently calculate the above matrix-based Green's functions, an intelligent stable
rational function expansion is employed. Other useful matrices that are computed
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are the per unit length (pul) resistance, conductance, inductance and capacitance
matrices.
Since it was shown in the previous section that the driving factor causing impedance
measurement variation is the change in characteristic impedance of the sense elements
due to cable twisting, the pul matrices for resistance, conductance, inductance and
capacitance matrices will be especially useful. They can be used, along with the
following formula, to determine the characteristic impedance at dierent frequencies
of dierent length twisted pairs with dierent twist periods.
Z0 =
s
R + j!L
G+ j!C
(3.6)
Figure 3.6 shows the characteristic impedance of a twisted pair as a function of
frequency for a few dierent twist periods, as calculated by MCTLT. As the frequency
increases, the dierence in the characteristic impedance of the twisted pairs also
increases. This is one factor which leads to higher measurement variation due to
twisting at higher frequencies.
Since MCTLT is only capable of modeling twisted-pair cables with constant twist
periods, the characteristic impedance of individual twist periods of dierent lengths
must be used to construct the characeristic impedance of a longer twisted pair with a
varying twist period. Originally the thought was to turn to [17] in which Kissel lays
out the framework for which localization theory could be applied to the problem
of modeling a twisted pair with a probabilistically varying twist period. Kissel
applies the work of Furstenberg's theorem for the product of independent, identically
distributed, random matrices and numeric methods of calculating the upper Lyapunov
exponent to the problem of an innitely long disordered mass spring chain. If the
varying period did not have certain constraints on it, this problem would have had
direct parallels with the problem of calculating the matrix Green's functions of a
probabilistically varying period of a twisted pair. For example, it is clear that
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twisted pair period of 5, 6, and 7 twists-per-inch.
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the twist distribution on the cable is continuous, unimodal (having a single local
extrema) and zero at either end (this will be discussed in more detail in the following
paragraphs). Furthermore, the matrix Green's functions, while providing us with a
transfer coecient of the voltage and current waves traveling the cable, are not the
parameter of concern.
Instead, given a statistical model of how the twist is distributed along the cable,
we can use the model to generate dierent distributions and then use these distri-
butions to calculate the change in voltage induced on the sense elements. How the
distributions are used to calculate the change in voltage induced on the sense will be
discussed after the model for the distribution is laid out. Comparing these results to
measured results, we can determine if our model is reasonable.
As mentioned above, there are a few characteristics of how the twist is distributed
that are known by simple observation. The single twist is distributed in a unimodal
fashion along the cable; the distribution has a single local maximum along the length.
Furthermore, at the sense element and probe electronic ends, the twist is the natural
twist of the cable (the distribution density of the twist goes to zero). We also know
that the distribution is smooth and continuous with its derivative equal to 0 at the
local maximum along the cable.
The characteristics of the distribution that are uncertain are the location of the
maximum along the cable and what percentage the single twist is distributed to the
left and to the right of the maximum. From observations of multiple twists and
untwists of a JENTEK prototype cable, it became clear that the twist distribution
maximum, occuring at x0 (for the prototype test cable 0x01 since the cable is
1 meter long), generally occurs in the middle half of the cable. So a reasonable
distribution was x0  N(1
2
; 1
32
). Furthermore the percent of the distribution to the
left of x0, pleft, seemed to vary within 10% of the length to the left of x0. Therefore,
a reasonable distribution was pleft  N(x0; 1160). Clearly, pright = 1 - pleft for the case
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of the single twist. One nal condition imposed on the distribution function was that
its second derivative was negative at x0. This made the distributions more realistic.
Using a polynomial spline t of degree four, all of the above conditions were
satised. Figure 3.7 shows some example distribution densities that are from the
model described by Equations (3.7)-(3.10).
For 0  x  x0; f1(x) = a1 + b1x+ c1x2 + d1x3 + e1x4 (3.7)
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For x0  x  1; f2(x) = a2 + b2x+ c2x2 + d2x3 + e2x4 (3.9)266666666664
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(3.10)
For each possible distribution of a twist along the JENTEK prototype cable
generated by the above model, the new characteristic impedance of the cable can be
determined. The model explains how each twist period varies, and MCTLT produces
the characteristic impedance transfer function for each twist period. Starting from
the probe electronics end of the cable, the rst twist period can be seen as its
own transmission line with input inpedance determined by the termination in the
probe electronics unit, ZL, and its own characteristic inpedance, Z0, by the following
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equation:
Zin = Z0
ZL + jZ0tan(l)
Z0 + jZLtan(l)
(3.11)
where  is the wavenumber of the twisted transmission line and l is the length of the
period (since the entire transmission line is only one period). This Zin is then used as
the load impedance on the next period of the cable and, so on, all the way down the
line until the nal Zin represents the input impedance of the entire cable. This can
be used as the ZL needed for Equation (3.4). Comparing this result to the untwisted
cable we can determine how far the impedance measurement will shift due to the
cable twisting across frequencies. Figure 3.8 shows how the impedance measurement
is predicted to change across frequencies due to a single loosening twist along the
cable. Measurement data is overlaid and clearly shows that the model reects reality.
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CHAPTER 4
CONCLUSION
The preceding has provided a quantitative investigation of the JENTEK prototype
cabling and its sources of noise. Specically, this thesis provided an analysis of how
external electromagnetic radiation and shape changes to the cable could introduce
variation an impedance measurement. In Chapter 2 it was determined that, under
most conditions, the shielding around the prototype cabling was sucient to isolate
the drive twisted pair from the sense element twisted pairs, and both of them from
ambient electromagnetic radiation. A method for determining the possible interaction
between the radiation and the measured signal was presented. Finally, it was shown
that in the presence of a high-powered emitter such as a radar, a stronger shield
should be considered.
Chapter 3 provided an analysis of how shape changes to the cable could aect an
impedance measurement. By loosening or tightening the twist period of the twisted
pairs used in the prototype cable, the characteristic impedance of the sense element
twisted pair was altered. This caused a shift in the induced voltage on the sense
element, corrupting the impedance measurement. A model was presented for how
the twist was distributed along the cable that seemed representative. This model was
able to predict impedance response to the twisting of the cable across frequency. It
was shown that choosing a dierent twist period, either tighter or looser, would not
solve this problem due to the need to maintain a balanced dierential line and the
physical limitations of the wire.
Future work could involve rening the model to extend the applicable frequency
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range as well as developing a model of how bending changes the twist period of a
twisted pair. Another line of research would be to investigate methods of providing
signal amplication at the sensor in order to eliminate (or minimize) any sensitivity
to variations in cable shape.
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